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INTRODUCTION
Three isotopes of uranium occur in nature. These isotopes have atomic masses of 238, 235, and 234. U238 is by far the most abundant, accounting for 99.28 weight percent of all natural uranium. U235 accounts for most of the balance (0.711 percent), and U234 has a very low chemical abundance (0.006 percent). In terms of their activities (disintegration rates), however, U238 and U234 are equally abundant, whereas U235 has only 4.6 percent of the abundance of U 238.
It is generally accepted that the abundance ratio of U235 to U238 is virtually constant (within 0.1 percent) throughout nature (Atomics, 1964) . Each of these isotopes is a parent of a naturally occurring radioactive decay series: U238 is the parent nuclide of the "uranium series," and U235 is the parent of the "actinium series." Since these isotopes bear no genetic relationship to each other, they are expected to be in the same chemical state and in constant ratio everywhere they occur. Fl F2 RADIOCHEMICAL ANALYSIS OF WATER Uranium-234 is not an independently occurring radionuclide, but is rather a third generation decay product of U238. etc. It is evident that, because of this genetic relationship, U234 owes its existence to the parent isotope U238, Furthermore, since the half life of U234 is short with respect to both the half life of U238 and the age of the earth, the total activity (that is, the total number of atoms which decay per unit time) of U234 in the earth must be equal to the total activity of U238. This follows directly from the laws of radioactive decay and growth.
Despite the large-scale equilibrium between these isotopes, local disequilibria may exist and, in fact, are very common. Numerous studies of uranium isotopes in nature have disclosed substantial disequilibria in natural waters (Chalov and others, 1964; Sakanoue and Hashimoto, 1964; Cherdyntsev and others, 1963; Thurber, 1962; Ancarani and Bettinali, 1960; Isabaev and others, 1960) , in soils (Rosholt, Doe, Tatsumoto, 1966; Cherdyntsev and others, 1963) , and in a wide variety of rocks and minerals (Cherdyntsev and others, 1965 (Cherdyntsev and others, , 1963 (Cherdyntsev and others, , 1961 Rosholt, Butler, and others, 1965; Rosholt, Tatsumoto and Dooley, 1965; Syromyatnikov, 1965; Dooley and others, 1964; Rosholt, Harshman, and others, 1964; Sakanoue and Hashimoto, 1964; Rosholt, Shields, and others, 1963; Syromyatnikov and Tolmachev, 1962; Thurber, 1962; Isabaev and others, 1960) . These disequilibria arise as a result of the physical and chemical changes which occur in the decay process. The energy released in the alpha decay of U238 to Th234 provides sufficient recoil energy to the atom to cause the breaking of chemical bonds. The "hot" atoms may immediately recombine with the matrix material or may be transported by water, with which they come in contact, to variable distances from the sites of the original decay process. In addition to the physical recoil process, Th234 and Pa234 are chemically different from uranium, and chemical differentiation may occur. Formation of U234 in a higher oxidation state than the surrounding U238 atoms may also occur as a natural consequence of the mechanics of the decay process. Chemical separation of isotopes is obviously possible when their oxidation states are not the same. These phenomena have been discussed by a number of investigators (Cherdyntsev and others, 1965 (Cherdyntsev and others, , 1963 (Cherdyntsev and others, , 1961 Butler, and others, 1965; Rosholt, Tatsumoto, and Dooley, 1965; Syromyatnikov, 1965; Chalov and others, 1964; Rosholt, Harshman, and others, 1964; Rosholt, Shields, and others, 1963) .
Uranium occurs in low concentrations in many natural waters. Sea water has an average uranium content of about 2 jug/1 (micrograms per liter) (Katz and Rabinowitch, 1951, p. 71) , and most fresh waters have concentrations below 10/ig/l (Barker and others, 1965) . Some ground-water sources, however, have uranium concentrations as high as several milligrams per liter. The present investigation was initiated to establish the methodology, sensitivity, and accuracy with which the relative abundances of Uranium-238 and uranium-234 can be determined in natural water. The method herein reported is intended primarily for analyses of natural waters, but it may also be used on other aqueous systems which are not appreciably enriched in uranium-235. The method is based on spectral analysis of the alpha particles emitted by uranium isolated from the water sample. The number of counts necessary to obtain a desired accuracy in the U234/U238 ratio under interference-free conditions is shown for various ratios in tables 1 and 2. Because of the low specific activity of uranium, 0.739 dis- integration per minute of U238 per jug, it is evident that it is often necessary to concentrate the uranium from several liters of water from a natural source to make possible a practical determination of the relative isotopic abundances. Principles and procedures of concentrating, electroplating, and counting the uranium isotopes are described in the following sections.
ALPHA SPECTROMETRY
Alpha particles are emitted from nuclei with discrete energies which are characteristic of the source. A particular nuclide may emit alpha particles of a single discrete energy or of several different energies, depending upon its nuclear properties. In either case, however, the energies of the alpha particles are well defined and may be used to characterize the emitting nuclide. Both qualitative and quantitative analyses may be made by measurements of the alpha energy spectra of suitable sources.
The introduction of semiconductor detectors into the field of nuclear radiation spectrometry has substantially simplified and improved both charged particle and gamma-ray energy spectrum measure-F5 ments. This is especially true in alpha spectrometry where silicon surface-barrier semiconductor detectors have the advantages of excellent linearity, stability, and resolution, very low background, fast response, moderate cost, and are easy to use and relatively troublefree. The insensitivity of alpha and beta semiconductor detectors to gamma radiation makes shielding unnecessary in most work. The principle of operation and modern aspects of these detectors are discussed in many publications (Nucleonics, 1964 (Nucleonics, , 1962 Donovan, 1962; Cathey, 1961) .
The applicability of alpha spectrometry to quantitative analysis of alpha-emitting nuclides in natural water depends on (a) the concentration, chemistry, and decay characteristics of the nuclides present and on (b) the properties of the detection system.
The decay characteristics of natural alpha emitters are summarized in table 3. Several of these emitters (notably the polonium isotopes) decay with the emission of monoenergetic alpha particles, whereas many others decay with the emission of alpha particles of two or more discrete energies. Since these energies are discrete, the energy spectra of infinitely thin alpha sources deviate from line spectra only due to the limitations of the detection system. Further deviations from line spectra result from partial loss of energy of alpha particles in collisions with atoms within the source, for sources of finite thickness, and in the medium between source and detector. Since all the alpha energies fall within the energy range of 4 to 9 Mev (million electron volts), it is desirable to use samples and detector systems which will afford resolution adequate to avoid or minimize overlap of spectral peaks. Alpha particles lose energy very rapidly in passing through matter, so sources for spectral analysis should be kept as thin as possible and should be counted in a vacuum chamber. Figure 1 shows the characteristic alpha spectrum of natural uranium. U238 and U234 each emit alpha particles of two distinct, but only slightly separated, energies. As shown in table 3, U238 has alpha energies of 4.195 Mev (77 percent) and 4.147 Mev (23 percent). These peaks are not completely resolved, but the minor peak is evidenced by the inflection on the low energy side of the major peak. Similarly, U234 has alpha energies of 4.768 (72 percent (in activity) U235 has many different energies, but most of these are close together (82 percent 4.32-4.37 Mev). A spectrum such as figure 1 is obtained by allowing alpha particles to react with matter in such a way as to generate electric pulses which are proportional in current and (or) voltage to the energy of the particle. These pulses are sorted by suitable electronic equipment into a pulse height, or energy, spectrum. Many types of detectors can be used for charged particle spectrometry, but gas ionization chambers or solid-state semiconductor detectors are most suitable. The latter have many advantages as noted above.
The solid-state detectors used are in effect silicon diodes consisting of a very thin sensitive surface of p-type silicon over a much thicker wafer of n-type silicon. A reverse bias of about 50 volts is applied across the diode from a stable power supply. Alpha particles striking the sensitive surface penetrate into the n-type layer and produce electron-hole pairs in direct proportion to the energy of the particle. The pairs are accelerated to the electrodes and produce a pulse which is picked up by a charge sensitive preamplifier. The pulse is amplified by a suitable low-noise amplifier and fed into a multichannel pulse height analyzer. The latter is simply a device for sorting the incoming pulses on the basis of their amplitude and storing them in appropriate bins or channels that are linearly related to the energy. After accumulation and storage of the pulses, the memory of the analyzer may be interrogated and the data read out as a spectrum. This spectrum may be in any one of a variety of forms: digital data typed or printed by a parallel printer, punched tape, magnetic tape, visual display on an oscilloscope, or graphical representation on an X-Y plot. A schematic representation of a complete alpha spectrometer is shown in figure 2. The system used for part of the work presented in this report is shown in figure 3 .
Resolution of solid-state detectors is expressed as the ratio of the full width at half maximum (FWHM) of a monoenergetic peak to the peak energy. Both the FWHM and source energy must be expressed in the same units (Mev), and the ratio is usually multiplied by 100 to express it as a percent. The resolution varies with the size of the detector, the temperature of operation, and other factors, but it is nearly independent of the energy of the radiation measured. The detector used for much of the present work had a resolution of 0.7 percent for 5.305 Mev alpha particles from polonium-210 under our experimental conditions. The apparent resolution of uranium peaks was 1.2 percent or larger because the isotopes are not monoenergetic sources, and the thickness and diameter of the deposits are much greater than those of the polonium-210 standard.
ELECTRODEPOSITION
The most desirable form of a radioactive material for alpha counting is an electroplated deposit of the pure substance on a small diameter, metal disc. As noted previously, alpha particles lose energy very rapidly in passing through matter, and this loss of energy has several undesirable consequences. A thick deposit will give a nongaussian distribution of particle energies measured by the detector, resulting in a peak which is skewed to the left; that is, a peak which appears fairly sharp on the high energy edge, but is broadened on the low energy ISOTOPIC ANALYSIS OF URANIUM IN NATURAL WATERS F9 side. The peak is therefore more difficult to integrate with accuracy, and the chance of overlap with other peaks is increased.
It is normally desirable, for maximum resolution, for the source to be small in diameter with respect to the detector in addition to being thin. Other factors being equal, a small diameter deposit will give both maximum counting efficiency and the best resolution. In the special case of uranium, however, the specific activity (disintegration rate per unit weight) is so small that a small diameter deposit is either too thick or contains so little uranium that the counting rate is very low. It has therefore been found preferable in this work to use a deposit having an area approximately equal to that of the detector.
A simple and direct procedure for obtaining a thin, uniform deposit of uranium is electrodeposition of the oxide, U3O8, on a metal-disc cathode. This deposition takes place when a weakly acidic solution of a uranyl salt is electrolyzed under moderately forcing conditions. Reduction of hydrogen ion at the cathode generates the basic condition at the electrode surface which is necessary for the deposition to take place. A variety of metals (platinum, titanium, stainless steel, nickel) was found to be satisfactory for cathodes; but titanium was used because of slightly higher recovery than on stainless steel, less corrosion than with nickel, and it is much more economical than platinum. Some other metallic oxides and free metals will codeposit with uranium if they are present in the final plating solution. Since codeposition of any material will adversely affect the resolution and counting efficiency, it is necessary that the uranium be virtually free of impurities when the electrodeposition is performed.
CONCENTRATION AND PURIFICATION OF URANIUM IN NATURAL WATERS
Uranium can be conveniently concentrated from dilute aqueous solutions by coprecipitation with aluminum phosphate under weakly acidic conditions. This precipitation gives virtually quantitative carry of uranium and has the advantage of affording a residue which is free of appreciable quantities of the major cations found in natural waters. The precipitate can be easily dissolved in acid, and the uranium selectively extracted into ethyl acetate using magnesium nitrate as a salting agent. Traces of thorium, if present in the water sample, may be coprecipitated and partially coextracted. The ethyl acetate layer is therefore evaporated to dryness; the residue is taken up with 8 N HC1, and the solution placed on an anion-exchange column. Thorium is removed from the column by washing with 8 N HC1, and the uranium is then eluted with 0.1 N HC1. The uranium fraction is evaporated to near dryness, taken up with 2 M NH4C1 (adjusted to pH 2.6-3.0 with HC1), and electroplated. Dissolve 107 g of NH4C1 in approximately 800 ml distilled water. Using a pH meter, add dilute HC1 dropwise until the pH reaches 2.7. Dilute the solution to 1 liter using a volumetric flask. Store in a polyethylene bottle. Magnesium nitrate (3.5 M)-nitric acid (1 M) reagent:
Fill a 500 ml volumetric flask approximately 3/4 full with distilled water and add 32 ml of concentrated nitric acid. Mix thoroughly and add 449 g of Mg(NO3) 2 -6 H2O from a freshly opened 1-pound jar. Warm gently until completely dissolved. Bring the liquid level to the mark with distilled water. Cool to room temperature and adjust the liquid volume to 500 ml. Aluminum nitrate solution (0.2 M).
Dissolve 7.5 g of high purity Al(NO3)3-9 H2O in distilled water. Add a drop of concentrated HNOs, and dilute to 100 ml. Diammonium hydrogen phosphate solution (0.11 M):
Dissolve 12 g of diammonium hydrogen phosphate in distilled water and dilute to 1 liter. Ammonium nitrate solution (1 percent, w/v):
Dissolve 10 g of ammonium nitrate in distilled water and dilute to 1 liter.
SPECIAL APPARATUS
Beakers: Glass, 1.51. Beakers: Teflon, 100 ml and 50 ml. Funnels: Separatory, cylindrical, 60 ml capacity with Teflon stopcocks. Columns: Ion-exchange, with teflon stopcocks. (Seefig. 4.) Centrifuge. Centrifuge tubes: 40 ml or 50 ml capacity. Steam bath or low temperature hotplate. Alpha spectrometer:
The alpha spectrometer used in most of the work consisted of the following components: Ortec silicon surface-barrier detector, Model SBFJ450-60, 450 mm2 sensitive area, 65-micron depletion depth at 50 volts reverse bias. figure 3 . Electroplating apparatus:
The equipment used for electrodeposition of the uranium oxide is shown in figure 5 . The cell consists of a stainless steel base with an 0.125-inch deep, 1.25-inch diameter depression for holding the titanium-disc cathode on which the uranium deposits. The vertical column is of teflon and has an outside diameter of 1.25 inches and an inside diameter of 0.875 inch. The top of the cell is an 0.5-inch thick lucite disc with a 1.25-inch diameter by 0.125-inch deep depression to hold the column, and a 0.94-inch diameter hole through the center for insertion of the anode. The latter is a platinum wire helix suspended at a distance of approximately 0.875 inch above the titanium cathode from a polyethylene stopper. The stopper also holds a small funnel through which gases generated in the electrolysis escape, and which allows ammonium hydroxide to be added on completion of the electrodeposition. The teflon cylinder is held tightly in place and sealed both top and bottom by tightening the thumb nuts on the stainless steel rods that are attached to the base and pass through the Incite top. No gaskets are required. The pressure applied to the cathode disc by the column ensures good electrical contact between the disc and the stainless steel base. Power to the cell is provided by an Electro Products Laboratories Model D-612T filtered d-c power supply. Electrical connection to the cathode is made by a wire to a thumb screw in the base. A clip lead connects to the anode. Current is measured by a 2 amp ammeter connected in series with the cell. 
PREPARATION OF ION-EXCHANGE COLUMNS
Weigh out 6 g of AG 1-X8 resin into a 50 or 100 ml beaker. Add 15 ml of 8AT" HCI, swirl, cover with a watch glass, and allow to stand for 15 minutes or longer. Fill the lower tip of the column with water and close the stopcock. Add approx 10 ml of 8 N HCI to the column and add a small plug of glass wool as a resin support, using a glass rod to push it down to the bottom of the column. Slurry the resin in the beaker and pour onto the column, keeping the stopcock closed. Use an additional 5 ml of 8 AT" HCI to rinse the remaining resin out of the beaker. Allow the resin to settle by gravity. When it appears to be completely settled, draw off the HCI to 1 or 2 cm above the resin bed. Use a jet of 8 N HCI from a wash bottle to wash down any resin adhering to the column above the resin bed and allow to settle. Add a small glass-wool plug to the top of the resin bed, being careful not to apply any pressure to the resin itself. Rinse the column with 50 ml 8 AT HCI, then 100 ml H2O, and finally another 50 ml of 8 A7" HCI all at a flow rate of approx 60 drops per minute. (NOTE. It will be necessary to readjust the flow rate each time the eluent is changed.) Draw down the level in the column to the top of the glasswool plug. Discard the washings. The column is now ready for use. 
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step 14, the ethyl acetate layers are combined and evaporated together. 5. To each sample (in a beaker having a volume at least 1.5 times that of the sample) add 3 ml of concentrated HN03, 2 ml of 0.2 M aluminum nitrate solution, and 5 ml of diammonium hydrogen phosphate solution. Heat to boiling to remove any carbon dioxide. 6. Add a few drops of methyl-red indicator and neutralize to the yellow endpoint by dropwise additions of ammonium hydroxide. If, on addition of the indicator, a pink color forms and then disappears, the water probably contains excessive iodide or bromide ions. In that event, add ammonium hydroxide, 2 or 3 drops at a time; then add 1 drop of indicator. Repeat this procedure until the indicator does not turn pink upon hitting the solution but instantly exhibits the yellow color. 7. Digest the precipitate on a steam bath for 30 minutes. Allow the precipitates to cool and settle for 1 hour or longer. 8. Using a small pipet or capillary tube connected to an aspirator, draw off as much of the supernatant liquid as possible without disturbing the precipitate. 9. Transfer the precipitate to a 50-ml pyrex centrifuge tube. Police down the beaker and the stirring rod with 1 percent ammonium nitrate solution, adding the washings to the centrifuge tube. Centrifuge and discard the supernate. 10. Add 6 ml of 3.5 M magnesium nitrate reagent and warm gently to dissolve the precipitate. Pour this solution into a 60 ml cylindrical separatory funnel containing 10 ml of ethyl acetate. Rinse the centrifuge tube three times with 3 ml portions of magnesium nitrate solution, adding these rinse solutions to the separatory funnel. 11. Shake the separatory funnel vigorously for 2 minutes and allow 15 minutes for the layers to separate. 12. Using a pipet, draw off as much as possible of the ethyl acetate layer and transfer to a clean 50 ml teflon beaker. 13. Add another 10 ml of ethyl acetate to the solution in the separatory funnel and repeat step 11. 14. Draw off the ethyl acetate layer using the same pipet as used in step 12 and transfer to the teflon beaker. NOTE. If the sample was divided in step 4, the ethyl acetate extracts should now be combined so that there is only one beaker for each sample. 15. Evaporate the solution in the teflon beaker to dryness on a steam bath. Add 10 ml of 8 N HC1 to the beaker, cover with a watch glass, and warm on the steam bath for 10 minutes.
16. Allow the beaker to cool to room temperature, then pour the solution on the ion-exchange column prepared as previously described. Rinse the beaker with an additional 5 ml of 8 N HC1 and add the rinse to the column. 17. Allow the liquid to flow through the column at a rate of 20-30 drops per minute. When the level reaches the top of the resin bed, rinse the upper column with about 5 ml of 8 N HC1, again allowing the level to drop to the top of the resin bed. Add 50 ml of 8 N HC1 to the column and elute at the same flow rate. Discard the eluate. 18. Place a clean 100 ml teflon beaker under the column and rinse the upper column with 5 ml of 0.1 N HC1 from a wash bottle. When the liquid level reaches the resin bed, add 60 ml of 0.1 N HC1 to the column and collect the eluate at a rate of 20-30 drops per minute. 19. Evaporate the eluate to dryness on a hotplate. Dissolve the residue in a few drops of concentrated HNO3 and evaporate on a steam bath or low temperature hotplate to about 1 drop. 20. Add 10 ml of 2 M NH4C1 solution, cover the beaker, and warm on the steam bath for 10 minutes. 21. Prepare a clean titanium disc by washing first with acetone, then with concentrated HNO3, and finally with distilled water. Assemble the electroplating cell. 22. Pour the solution from step 20 into the plating cell. Rinse the beaker twice with 5 ml portions of plating solution and add these to the cell. 23. Electroplate the solution tor 100 minutes at lib 0.1 amp in a fume hood. 24. Loosen the stopper and cautiously pour 2 ml of concentrated NH4OH into the cell through the funnel. Allow the plating to continue for 1 minute. 25. Remove the anode from the cell with voltage still applied. Disconnect the electrodes and turn the power supply off. Pour off the electrolyte, disassemble the cell, and rinse the plated disc thoroughly with distilled water. Flame gently till dry. 26. Count the disc for 1,000 minutes (or less if the count rate is high) on the alpha spectrometer as described in the following section. NOTE 1. A sample containing 220 jug of uranium will give a deposit thickness of 50 jug uranium per cm2 on the approximately 4 cm2 plating area, assuming a recovery of 90 percent. Sample volumes larger than 25 liters may be used, but are not recommended. NOTE 2. The sample volume used should contain at least 2.5/xg of uranium if a relative standard deviation of less than 10 percent in the U234/U238 ratio is desired using a 1,000-minute counting time. The uranium concentration should therefore be 0.10 /ig/1 or greater, using a 25-liter sample, in order to obtain this accuracy. Sample volumes containing less than 2.5 /zg of uranium can, of course, be used if either a longer counting time or poorer accuracy can be accomodated. The 2.5 /zg value is calculated for an extreme case where the U238 activity is 2.5 times that of U234, the recovery is 90 percent, and the counting efficiency is 25 percent. NOTE 3. If the samples were not previously acidified, add 2 ml of concentrated HNO3 per liter of water before starting the evaporation.
PROCEDURE FOR COUNTING SAMPLES
All components of the alpha spectrometer are turned on and allowed to warm up for at least 30 minutes before use. The detector bias control on the amplifier should always be at zero when the amplifier is turned on or off. After the amplifier has warmed up, the bias voltage is slowly turned up to the detector operating voltage. This slow adjustment prevents a large surge of reverse current through the detector which might damage it. An operating bias of 50 volts was used in all work reported here, but slightly higher or lower voltages may be required with different detectors.
Liquid nitrogen is placed in the 2-liter Dewar flask around the cold trap. The main function of the trap is to condense out oil and water vapors to which the detector is rather sensitive.
The electroplated disc is placed in the vacuum chamber and centered as close as possible to the detector without touching it; the chamber is then evacuated to a pressure of 100/z (10" 1 torr) or less. The main amplifier gain, post amplifier gain, and post amp bias are preadjusted for the desired energy range of the spectrum using the mercury pulser on the amplifier or known energy alpha sources. In the work herein reported, an energy range of about 3.8-5.3 Mev was used for most uranium analyses, and 200 or 256 channels of analyzer memory were normally used for accumulation of the spectra. It is usually not desirable to use less than 100 or 128 channels of memory for accumulation of uranium spectra because of the possibility of increased errors in integration of a small number of channels.
The analyzers used are constructed so that the memory can be divided into as many as four equal channel memory groups. It is possible, then, to accumulate as many as four spectra simultaneously if external detector and amplification circuitry is adequate. By so doing, maximum utilization of the rather expensive analyzer is possible, and the cost of analyses is minimized.
Because of the low uranium content of most water samples, the activity of the electroplated deposits is low and a long counting time is necessary to obtain good accuracy in U234/U238 ratios (tables 1, 2).
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A preset counting time of 1,000 minutes is therefore recommended for most samples. Where such accuracy is not required or the sample is of high activity, shorter counting times may be used. After accumulation of the spectrum, the data are printed out on an IBM typewriter or other data transcriber.
ANALYSIS OF THE SPECTRA
The digital data from the IBM typewriter readout are point plotted on linear coordinate paper, and a smooth curve through the data is hand drawn. Experimental peak heights are obtained from the graphs, and the boundaries of integration of each peak are determined by the points at which the curves cross 10 percent of the number of counts at the peak maxima. Channels within these boundaries are then summed to determine the peak areas and hence the number of counts of each isotope. Channels outside the graphical peak boundary having greater than 10 percent of the peak maximum counts are not included in the summation, but channels within the boundaries with counts less than this number are included.
If resolution appears poor or marginal, the resolution of the U234 peak should be determined by dividing the FWHM in Mev by the energy of the peak. If the ratio is greater than 0.02, the data should be discarded and a thinner deposit plated.
RESULTS
The efficiency of recovery of uranium by this method is shown in table 5. The recoveries are very satisfactory for volumes of 1 liter or less, but they are noticeably lower for volumes greater than 1 liter. Sample volumes should therefore be reduced to 1 liter before precipitation. It is generally not desirable to reduce sample volumes to less than 20 percent of the original volume. A greater reduction in volume frequently leads to formation of undesirable precipitates which must be removed by filtration or centrifugation. When sample volumes greater than 5 liters are used, the evaporation is carried out to obtain two or more 1-liter sample concent/rates. Duplicate precipitations are carried out on these, but they are later recombined for electrodeposition. Better recovery and lower reagent blanks are achieved this way over those obtained by precipitating aluminum phosphate from larger volumes. The reagent blanks are very small, as shown in table 6, but for lowactivity samples a correction should be made. Contribution of the blank to the statistical error of the method is covered in the followingsection. Thorium isotopes (Th230 and Th232) are of major concern from the standpoint of spectral interference in uranium analyses. The procedure must therefore allow for a clean separation of this element. Using ] Th228 as a tracer, the thorium recovery was found to average 0.22 percent for the complete procedure. Since thorium activities are much lower than those of uranium in most natural waters, this degree of purification is generally satisfactory.
Because of the low specific activity of uranium, either a fairly heavy deposit or a long counting time will be required to obtain good statistical accuracy. Generally speaking, the uranium deposit should be as thick as possible without causing poor resolution due to loss of energy or alpha particles within the sample before they strike the detector. The variation of resolution with sample thickness is shown in figure 6 . Optimum resolution is obtained with samples having a thickness of 24 jug of uranium per cm2, or less. A sample of this thickness would give a count rate of 17.7 cpm (counts per minute) for each isotope (assuming equilibrium) with a 4 cm2 disk and a typical counting efficiency of 0.25 cpm/dpm. This would require a counting time of at least 11.3 minutes to obtain a relative standard deviation of 10 percent in the U234/U238 ratio, at least 47 minutes for 5-percent error, and at least 1,130 minutes for a 1-percent standard deviation. Since the time required for good accuracy is rather long, it is sometimes desirable to use a thicker deposit and sacrifice somewhat on the resolution. It has been found that the U234/U238 ratio is reliable when the U234 resolution is numerically less than about 2 percent. The thickness of the final deposit is therefore limited to a maximum of 50 Mg of uranium per cm2. At greater thicknesses it is either impossible to integrate the spectral peaks as described, or a somewhat low value for the U234/U238 ratio is obtained. Use of different integration boundaries (that is, channels where the curve crosses 20 percent of the peak maximum) also results in erroneous values of the ratio for thick deposits. The upper limit of the amount of uranium which can be plated is actually of little concern on most natural waters because of the low concentrations of uranium present.
Resolution is also affected by factors other than sample thickness. The pressure in the vacuum counting chamber must be considered because the alpha particles traverse a small air gap between the source and the detector. In the present counting system this distance is approximately 3 mm. Under these conditions, no change in resolution was detected at pressures as high as 500/i (0.5 torr), although a slight shift in the position of uranium peaks to lower channels was noted between 1000 and 500;*. At approximately 620 mm pressure, the peak width (FWHM) was found to be about three times as great as at 500ju for the same source. Thus, some evacuation of the counting chamber is necessary, but an expensive vacuum system is not required. A standard low cost mechanical pump was found sufficient to reduce pressures to 10ju-20ju, much lower than is actually needed.
Resolution is also dependent upon the size of the detector. For optimum resolution and minimum cost, the detector should be as small as consistent with the activity (and therefore the area) of the uranium deposits. Optimum resolution is seldom required, however, and a detector having a sensitive area of 450 mm2 has been found to be a good general purpose device. With this size detector, uranium deposits as much as 200 jug (at 50 jug/cm2) can be used.
The counting efficiency, and hence the U234/!!238 isotopic ratio, and the average resolution were found to be virtually independent of the total number of counts providing resolution is below 2 percent. This is shown in table 7 for different counting times on a single sample. Small variations in resolution were noted from one count to another, but this did not affect the counting efficiency.
A comparison of U234/U238 ratios obtained by alpha spectrometry with values obtained by mass spectrographic analysis is shown in table 8. Agreement was generally found to be within one standard 
